Methicillin-resistant Staphylococcus aureus (MRSA) infections have become increasingly challenging for clinicians to treat since these isolates are often resistant to multiple antimicrobial agents, including, in limited cases, vancomycin (3, 7, 10, 35) . In recent years, several new antimicrobial agents, including linezolid, quinupristin-dalfopristin, and daptomycin (6, 8, 31, 33) , have been marketed for treating serious gram-positive infections. Daptomycin is a novel, cyclic lipopeptide antimicrobial agent that is approved by the U.S. Food and Drug Administration (FDA) for the treatment of complicated skin and skin structure infections associated with S. aureus, including MRSA, and other gram-positive pathogens (1, 20, 33), and bacteremia, including right-sided endocarditis, for both methicillin-susceptible and methicillin-resistant S. aureus. The activity of daptomycin against a variety of gram-positive pathogens has been documented over several years in a number of large surveillance studies conducted in North America, Europe, and the Far East (2, 9, 15, 18, 26, 34, 36) .
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The concentration-dependent bactericidal activity of daptomycin requires physiological levels of free calcium ions (50 g/ml) (28, 33) . Similar levels of calcium also are required to achieve accurate in vitro antimicrobial susceptibility testing results (2, 12, 30) . This poses a challenge for in vitro agar-based susceptibility tests, since commercially available Mueller-Hinton agar plates used for disk diffusion tests vary in calcium concentration among manufacturers and from lot to lot of media (2, 12, 32 Recently, there have been reports of daptomycin treatment failure among several patients with MRSA or enterococcal infections who were treated with prolonged courses of daptomycin (14, 21, 22, 27) . A report by Hayden et al. (14) noted that the zones of inhibition for two MRSA isolates around daptomycin disks remained in the susceptible range (17 to 24 mm; susceptible breakpoint, Ն16 mm) even though the daptomycin MICs for the posttreatment isolates were nonsusceptible (4 g/ml; susceptible breakpoint, Յ1 g/ml). These investigators (14) and Sabol et al. (27) expressed concern that the disk diffusion method may not detect non-daptomycin-susceptible strains of staphylococci and enterococci, respectively. On the other hand, a report by Mangili et al. (21) of another daptomycin treatment failure notes that the previously daptomycinsusceptible isolates of MRSA recovered from positive blood cultures after daptomycin therapy yielded nonsusceptible results by both disk diffusion (daptomycin zone diameter ϭ 14 mm) and broth microdilution (MIC ϭ 2 g/ml). That report indicated that at least some non-daptomycin-susceptible isolates are detected by the disk diffusion method.
Previous studies on the activity of daptomycin against multidrug-resistant isolates of staphylococci and enterococci included a series of isolates for which the daptomycin MICs were in the nonsusceptible range (16) . This, in conjunction with the reports noted above, prompted us to study the ability of the disk diffusion and Etest susceptibility testing methods to detect isolates for which the daptomycin MICs were in the nonsusceptible range when tested by the broth microdilution reference method. We describe here a multicenter study focused on assessing the reproducibility of daptomycin MICs when tested with multiple lots of Mueller-Hinton broth and the ability of the Etest and disk diffusion testing methods to differentiate daptomycin-susceptible from non-daptomycin-susceptible isolates of S. aureus using multiple lots of Mueller-Hinton agar. Although non-daptomycin-susceptible isolates of enterococci and coagulase-negative staphylococci also have been described (16) , relatively few such isolates were available to us at the time of the present study. Thus, we focused our attention on S. aureus isolates.
MATERIALS AND METHODS
Antimicrobial agents. The daptomycin powder (lot 850753A) used for the present study was provided by Cubist Pharmaceuticals (Lexington, MA). The drug was dissolved and diluted in sterile water. A working stock solution of 1:10 was made by using cation-adjusted Mueller-Hinton broth (CA-MHB). Vancomycin was purchased from Sigma-Aldrich (St. Louis, MO). Sterile water was used as both the diluent and the solvent according to CLSI guidelines (4).
Isolate selection. A total of 150 nonduplicate clinical isolates of S. aureus were selected for use in the present study. Thirty-two of the isolates demonstrated either elevated daptomycin MICs (Ն2 g/ml; range, 0.5 to 8 g/ml) or elevated vancomycin MICs (Ն4 g/ml; range, Յ1 to Ն128 g/ml); 24 showed elevated MICs to both antimicrobial agents. Both MRSA and methicillinsusceptible S. aureus (MSSA) were included in the study. Two vancomycinresistant S. aureus isolates (vancomycin MICs of 1,024 and 64 g/ml) from the Centers for Disease Control and Prevention (CDC; Atlanta, GA) were also included.
Of the 150 isolates, 62 were obtained from the culture collection of the CDC Test panels and media. Four sets of broth microdilution panels were prepared as described by the CLSI (24) . CMI panels (prepared in house using CA-MHB [Difco lot 1110003]) contained the following serial twofold dilutions of antimicrobial agents: daptomycin, 0.12 to 128 g/ml; oxacillin, 1 to 4 g/ml; and vancomycin, 0.5 to 64 g/ml. MIC panels prepared by the JMI Laboratories (North Liberty, Iowa) using CA-MHB from BBL had the same antimicrobial agent concentrations as the panels produced in house at the CMI. Panels prepared at TREK Diagnostics, Inc. (Cleveland, OH), contained serial twofold dilutions as follows: daptomycin, 0.03 to 32 g/ml; oxacillin, 0.06 to 8 g/ml; and vancomycin, 0.06 to 64 g/ml. CDC MIC panels were prepared with CA-MHB from Difco (lot 2198184) contained the following dilution ranges: daptomycin, 0.5 to 16 g/ml; oxacillin, 0.12 to 128 g/ml; and vancomycin, 0.5 to 1,024 g/ml. Daptomycin-containing microdilution wells in MIC panels prepared at the four study sites contained a final concentration of approximately 50 g of calcium/ml. Additional antimicrobial agents were present on each of the MIC panels; however, the data from those antimicrobial agents were not analyzed for this study. For the Etest method, BBL Mueller-Hinton agar was used exclusively.
For disk diffusion tests, Mueller-Hinton agar media from three different manufacturers was used: BBL (lot # 4223273; Becton Dickinson, Franklin Lakes, NJ), Remel (lot 435212; Lenexa, KS), and Acumedia (lot 0402-123; Neogen Corp., Lexington, KY). The calcium concentrations of all broth and agar media were determined by using atomic absorption. The 150-mm plates were purchased from BBL, Remel, and Prepared Media Laboratories, respectively.
Broth microdilution. All 150 isolates were tested in duplicate at the CMI by broth microdilution on two separate days using CMI and JMI Laboratories panels. A subset of 34 isolates was tested in duplicate at the CDC on two separate days using CDC in-house panels and TREK panels. All sites performed broth microdilution in accordance with CLSI guidelines (24) .
Etest. All 150 isolates were tested in duplicate at the CMI by the Etest method on two separate days using prepared agar media from BBL. At the CDC, the same subset of 34 isolates tested by broth microdilution was tested in duplicate by the Etest method on two separate days using prepared agar media from the same lot of BBL dehydrated base media as that used by the CMI. Daptomycin Etest strips with calcium supplementation were obtained from the manufacturer (AB Biodisk, Solna, Sweden) by both the CMI and the CDC. Etest procedures were performed according to manufacturer's guidelines. Etest MICs were rounded up to the next higher log 2 dilution corresponding to broth microdilution MICs for the purposes of comparison and analysis.
Disk diffusion. The CMI performed disk diffusion tests on the complete set of 150 isolates in triplicate on two separate days using media from three manufacturers (BBL, Remel, and Acumedia) and 30-g daptomycin disks from two manufacturers (BBL and Oxoid [Remel] ). The CDC performed disk diffusion tests on the subset of 34 isolates, which were also tested by broth microdilution and the Etest. Disk diffusion was performed in duplicate at the CDC using BBL media with 30-g daptomycin disks obtained from BBL. The BBL dehydrated media and BBL disk lots used by the CDC were the same as those used by the CMI. Disk diffusion testing was performed in accordance with CLSI guidelines (25).
MBCs. Minimum bactericidal concentrations (MBCs) for daptomycin and vancomycin were determined on the complete set of 150 isolates at the CMI according to methods outlined by the CLSI (23) using Mueller-Hinton broth (BBL). The MBC was defined as the lowest concentration of the antimicrobial agent that produced a Ն99.9% (e.g., Ն3 log 10 ) drop in CFU/ml compared to the starting inoculum. The ratio of MBC to MIC was determined for each isolate.
Error rates. Since there is no intermediate interpretive category defined for daptomycin, all categorical errors are either very major errors (false susceptibility, where nonsusceptible values are equated with resistance) or major errors (false nonsusceptibility). Tables 1 and 2 show the cumulative percentage of the 150 S. aureus isolates selected for the present study that were either inhibited (MIC) or killed (MBC) by daptomycin or vancomycin, respectively, using CMI and JMI Laboratories MIC panels. For daptomycin, the MIC and MBC ranges determined at CMI were both 0.25 to 8 g/ml. The MIC at which 50% of the isolates are inhibited (MIC 50 ) and MIC 90 values for daptomycin using the CMI panels were 0.5 to 1.0 g/ml (depending on the day of testing) and 2 g/ml, respectively, whereas the MBC 90 was 4 g/ml. Similar MICs were obtained using the JMI Laboratories panels ( Table 1 ). The MIC 50 and MIC 90 values for daptomycin for the subset of 34 isolates, which had a larger percentage of nonsusceptible isolates, tested at CDC and CMI using the CMI panels were 1.0 g/ml and 2 to 4 g/ml, respectively (data not shown). TREK panels tested at the CDC gave comparable MIC 50 and MIC 90 results. For vancomycin (Table 2) , the MIC and MBC ranges were 0.5 to Ն128 g/ml and 1 to Ն128 g/ml, respectively. The vancomycin MIC 50 and MIC 90 values were 2 and 8 g/ml for the CMI panels and 1 g/ml and 4 to 8 g/ml for the JMI Laboratories panels. The MBC 90 for vancomycin was 64 g/ml for the set of 150 isolates. Among these isolates, the vancomycin MICs were higher than usual for S. aureus isolates (typical vancomycin MIC 90 ϭ 1 to 2 g/ml) (2, 12, 26, 32, 34) . No significant differences (P Ͼ 0.05) were noted between the results from the two test sites when results were analyzed by the MIC panel used, the day of testing, the modal MIC, the MIC range, the MIC 50 , or the MIC 90 .
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RESULTS
Characterization of study isolates and comparison of broth microdilution results.
Atomic absorption assays were used to assess the calcium concentration of the daptomycin-containing wells for the plates prepared at the CMI, JMI Laboratories, and the CDC. The calcium ion concentrations of the MIC panels prepared at the CMI and JMI Laboratories were all 50 g/ml, whereas the CDC MIC panels had slightly lower calcium concentrations (range, 41 to 42 g/ml). The calcium concentrations of panels prepared at TREK were not available for testing, but all daptomycin quality control results for these panels were all within the acceptable ranges (4). Etest evaluation. There was good agreement among the day-to-day and institution-to-institution daptomycin MICs obtained with the Etest method and those obtained by broth microdilution for the full set of 150 isolates tested in duplicate at the CMI (correlation coefficient [r] ϭ 0.86; Fig. 1A ) and the subset of 34 isolates tested in duplicate at the CDC (r ϭ 0.88; Fig. 1B ) and the CMI. The comparisons at lower MICs were limited since the CDC MIC panels did not evaluate daptomycin concentrations of Ͻ0.5 g/ml. Testing performed at the CMI yielded daptomycin Etest MIC 50 and MIC 90 values corresponding to those obtained by broth microdilution (i.e., MIC 50 ϭ 1 g/ml; MIC 90 ϭ 2 g/ml). At the CMI, 94.7% of the Etest MICs were within Ϯ1 log 2 dilution of the broth microdilution values, although the Etest MICs tended to be lower. For example, 35.3% of the MICs were 1 log 2 dilution lower, and 5.0% were 2 or 3 log 2 dilutions lower. At the CDC, among the subsets of broth microdilution MICs of Ն1 g/ml (i.e., on-scale values), 22 of 40 (55%) of the Etest values were 1 log 2 dilution higher than those observed with broth microdilution; none were lower.
Using the CMI data set (n ϭ 300), 10 of 74 isolates reported as nonsusceptible by broth microdilution were reported as susceptible by Etest for a very major error rate of 13.5%, and 9 of 226 isolates reported as susceptible based on broth microdilution isolates were reported as nonsusceptible by the Etest for a major error rate of 4.0%. On the other hand, CDC Etest results (which examined a set of isolates that was biased toward non-daptomycin-susceptible organisms) produced a major error rate of 35.9% but no very major errors were observed. A review of the quality control data from the CMI and CDC showed that all quality control results were within the ranges defined by CLSI. There was no demonstrable trend toward higher or lower MICs in either the CMI or the CDC data set.
Disk diffusion results. There was a high level of agreement between the zone diameters produced by BBL and Oxoid disks for the 150 study isolates tested at the CMI; 99.3% of the zone diameter values were within a Ϯ3-mm range (data not shown). There was also Ͼ99% agreement among the zone diameters observed on BBL, Remel, and Acumedia Mueller-Hinton agar (data not shown), demonstrating the overall reproducibility of the method. The calcium ion concentrations of the MuellerHinton agar lots used for disk diffusion ranged from 22 to 26 g/ml, which is considered acceptable for the daptomycin Etest method (Etest package insert) and is typical of BBL lots of Mueller-Hinton agar (data not shown).
Since there is no intermediate MIC range for daptomycin, all of the categorical errors observed in the present study were defined as very major errors (nonsusceptible values were equated with resistance). The very major error rate obtained at the CMI for daptomycin when comparing the categorical interpretation results for broth microdilution (using CMI panels) and disk diffusion was 24% for the set of 150 isolates. A scattergram of the CMI data showing the comparison of disk diffusion zone diameters to broth microdilution MICs is presented in Fig. 2 . Additional tests comparing broth microdilution MICs and disk diffusion zones performed at CMI using a variety of media (BBL, Remel, and Acumedia) and disks (BBL and Oxoid) yielded very major rates ranging from 24 to 25%. Comparisons of the daptomycin MIC interpretations using JMI Laboratories MIC panels versus the interpretations for disk diffusion (BBL media and BBL disks), yielded a very major error rate of only 13%, since the MICs tended to be 1 log 2 dilution lower but with essentially the same MIC 50 and MIC 90 values.
DISCUSSION
Interpretive criteria for daptomycin testing for both broth microdilution and disk diffusion testing were approved by the FDA in 2004 and published by the CLSI in 2005 (4). Previous studies indicated that isolates of S. aureus for which the daptomycin MICs were in the nonsusceptible range (i.e., MICs of Ͼ1 g/ml) were appearing in the United States (16). Preliminary studies suggested that these isolates were not detected as nonsusceptible by disk diffusion. Thus, we undertook the present study to assess the accuracy of both the Etest and the disk diffusion methods to differentiate daptomycin-susceptible from nonsusceptible isolates of S. aureus. Since the calcium concentration of the media has a critical impact on testing (2, 12, 30) , we compared the reproducibility of several batches of MIC panels prepared in different locations. Essential agreement and day-to-day reproducibility was high among the MIC panels produced by the four institutions (CDC, CMI, JMI Laboratories, and TREK); however, the panels produced by JMI Laboratories tended to produce slightly lower MICs compared to the other three MIC panels, despite having 50 g of calcium/ml per well. This suggests that factors other than the calcium concentration may also influence daptomycin testing results. In our study, the Etest method performed well in differentiating daptomycin-susceptible from non-daptomycin-susceptible isolates compared to the results of the broth microdilution reference method. Approximately 95% of the values observed with the Etest were within Ϯ1 log 2 dilution of the broth microdilution results; although within the susceptible range still, 5% of the Etest results were two or three doubling dilutions lower than the broth microdilution results. A total of 92 of 102 (90.2%) isolates reported to be daptomycin nonsusceptible by broth microdilution were similarly classified as nonsusceptible by the Etest. However, due to the lack of an intermediate category, the very major error rate in the CMI data set was high (13.5%). The major error rate observed at the CDC was even higher (35.9%). The high percentage of very major and major errors can be attributed in part to (i) the absence of an intermediate range for daptomycin, (ii) the fact that the strains tested were selected to contain a very high percentage of isolates with elevated MICs to daptomycin, and (iii) the fact that the population of strains tested at the CDC was small (34 isolates). Surveillance studies have indicated that nonsusceptible values would normally represent Յ1% of the total isolates seen. Interestingly, the CMI Etest values tended to be 1 log 2 dilution lower than broth microdilution MICs, but in the CDC data set the values tended to be 1 log 2 dilution higher. This may reflect lot-to-lot variation in calcium levels or perhaps reader-to-reader variation in interpreting the Etest results. Although none of the participants that read the Etest results reported difficulty in interpreting the Etest ellipses, no efforts were made to standardize reading prior to initiating the study.
